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File Name C:\USERS\MARCELO\DOCUMENTS\FTIR\HB5502BN.SPC Date Stamp 00/02/1308 01:44:00 Date 19 Jun 2013 12:03:10
Technique Infrared Instrument 16PC Spectral Region IR X Axis Wavenumber (cm-1) Y Axis %Transmittance
Spectrum Range 400.0000 - 4000.0000 Points Count 3601 Data Spacing 1.0000
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